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Abstract:



In this study, magnesium was implanted with calcium-ion and zinc-ion at fluences of 1015, 1016, and 1017 ion·cm−2, and its in vitro degradation behaviour was evaluated using electrochemical techniques in simulated body fluid (SBF). Rutherford backscattering spectrometry (RBS) revealed that the implanted ions formed layers within the passive magnesium-oxide/hydroxide layers. Electrochemical impedance spectroscopy (EIS) results demonstrated that calcium-ion implantation at a fluence of 1015 ions·cm−2 increased the polarisation resistance by 24%, but higher fluences showed no appreciable improvement. In the case of zinc-ion implantation, increase in the fluence decreased the polarisation resistance. A fluence of 1017 ion·cm−2 decreased the polarisation resistance by 65%, and fluences of 1015 and 1016 showed only marginal effect. Similarly, potentiodynamic polarisation results also suggested that low fluence of calcium-ion decreased the degradation rate by 38% and high fluence of zinc-ion increased the degradation rate by 61%. All the post-polarized ion-implanted samples and the bare metal revealed phosphate and carbonate formation. However, the improved degradative behaviour in calcium-ion implanted samples can be due to a relatively better passivation, whereas the reduction in degradation resistance in zinc-ion implanted samples can be attributed to the micro-galvanic effect.
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1. Introduction


Ion implantation is a versatile technique for surface engineering of metallic biomaterials. This technique has been widely used to augment or introduce desirable properties in metals. More specifically, ion implantation has been shown to improve the degradation resistance of metals such as titanium, aluminium and stainless steel under various environments [1,2,3,4,5,6,7,8,9,10,11,12,13,14]. Recently, ion-implantation studies have been carried out on magnesium and magnesium-based alloys for biodegradable implant applications. Since the rapid degradation of magnesium is a serious concern, ion implantation seems a promising technique to increase its potential for biodegradable implant use.



Elements such as zirconium, iron and aluminium have been ion implanted in magnesium and magnesium-based alloys, and their in vitro degradation behaviour has been studied [15,16,17,18,19]. Zhao et al. [15] studied the in vitro degradation and biocompatibility of zirconium-ion and oxygen-ion implantation in Mg-Ca and Mg-Sr alloys. They reported that a hydrophobic ZrO2 layer was formed and improved the cell and bacterial adhesion and degradation resistance. Jamesh et al. [16] conducted a similar study on ZK60 magnesium alloy and reported the beneficial effect of zirconium-ion and oxygen-ion implantation in terms of degradation resistance. They found calcium phosphate and zirconium phosphate formation on the implanted surface. The same group [17] also studied the in vitro degradation behaviour of zirconium-ion and nitrogen-ion implantation in a rare-earth containing magnesium alloy (WE43). They reported significant improvement in the degradation resistance, and attributed this to the formation of zirconium and nitrogen-rich layers and specific functional groups ZrN, ZrO2 and Y2O3. Wu et al. [18] examined the influence of aluminium-ion implantation in AZ31 and AZ91 magnesium alloys’ degradation behaviour. They reported a significant increase in degradation resistance as a result of the formation of an aluminium-rich oxide layer and aluminium-rich metal layers.



For biomedical applications, the biocompatibility of the implanted element is critical. Zinc is a biocompatible metal and has been used as an alloying element in magnesium for potential biodegradable implants [20,21]. Recently, there have been some works on zinc-ion implantation [22,23,24]. Wu et al. [22] examined the in vitro degradation of zinc-ion implantation in pure magnesium. The degradation resistance decreased with zinc-ion implantation at a fluence of 2.5 × 1017 ion·cm−2, which was attributed to galvanic corrosion between the zinc-rich region and the magnesium matrix. Wan et al. [23] used a slightly lower fluence, i.e., 0.9 × 1017 ion·cm−2, for zinc-ion implantation in a magnesium-calcium alloy and congruently found that zinc-ion decreased the degradation resistance under in vitro conditions. However, they found that the surface hardness and elastic modulus of the alloy increased with zinc-ion implantation. Xu et al. [24] studied the combined effect of zinc-ion and aluminium-ion in pure magnesium (fluence: 3.6 × 1017 ion·cm−2). They first implanted zinc-ion and then carried out aluminium-ion implantation. They observed improved degradation resistance, which was attributed to the formation of a heterogeneous oxide layer and a β-Mg17Al12 phase.



The typical range of fluence for ion implantation in metals is 1015–1018 ion·cm−2. Generally speaking, fluences above this range will introduce defects and crystallographic dislocations [18,25], and those below this range will have very few observable effects [26]. Variation of fluence could have an influence on the degradation behaviour of the material. It should be noted that all work on zinc-ion implantation has been done at a relatively high fluence (0.9 × 1017 to 3.6 × 1017 ion·cm−2). Hence, it is worthwhile to examine lower fluences of zinc-ion as well to see if the degradation resistance is affected, since zinc-containing magnesium alloys have shown improvements to degradation resistance [20,27].



Calcium is a biocompatible alkaline earth metal, which is a major component of bone and has many beneficial effects including osseointegration [28]. As alloying with calcium has been shown to improve the degradative resistance of magnesium [29,30,31], it would be interesting to see if calcium-ion implantation produces similar effects. Krupa et al. [32] reported enhanced degradation resistance in titanium after calcium-ion implantation at a fluence of 10−17 ion·cm−2. Amorphization of the surface layer of titanium was observed when implanted with calcium-ion. To the authors’ best knowledge, there has been no reported literature on calcium-ion implantation in magnesium-based materials.



In this study, pure magnesium was implanted with calcium-ion and zinc-ion at three different fluences and their in vitro degradation behaviours were evaluated using electrochemical techniques in simulated body fluid (SBF).




2. Materials and Methods


In this study, pure magnesium was implanted with calcium-ion and zinc-ion. The chemical composition of pure magnesium is given in Table 1. Prior to implantation, the samples were incrementally ground from 120 to 2500 grit SiC paper and then polished with diamond paste. After polishing, the samples were ultrasonically cleaned in acetone and then in ethanol and dried. Ion implantation was performed at Australian Nuclear Science & Technology Organisation (ANSTO) using an in-house designed equipment capable to mass-analyse the ion beam, produced by a penning ion source. Implantation was done at room temperature on one side of the sample with an accelerating ion energy of 15 keV and ion-beam current density of 2 µA/cm2. Three fluences were used for the implantation of ion, i.e., 1015, 1016 and 1017 ion·cm−2. The vacuum in the target chamber was 10−5 Pa. The samples ion implanted with calcium at 1015, 1016 and 1017 ion·cm−2 fluences are named as Ca-15, Ca-16 and Ca-17, respectively. Similarly, samples ion implanted with zinc at 1015, 1016 and 1017 ion·cm−2 fluences are named as Zn-15, Zn-16 and Zn-17, respectively.



Table 1. Chemical composition of magnesium.







	
Element

	
Zn

	
Ca

	
Fe

	
Cu

	
Al

	
Mn

	
Si

	
Mg






	
Weight %

	
0.008

	
0.003

	
0.004

	
0.001

	
0.007

	
0.002

	
0.01

	
Bal.










In vitro degradation tests were carried out in simulated body fluid (SBF) maintained at a physiological pH value of 7.4 and temperature of 37 ± 0.5 °C. The chemical composition of SBF is given in Table 2. Electrochemical tests were conducted using a potentiostat/frequency response analyser (Model: ACM Gill AC, ACM Instruments, Cumbria, UK) and a three electrode system with the sample (0.785 cm2 exposed area) as the working electrode, an Ag/AgCl reference electrode and a platinum counter electrode. Electrochemical impedance spectroscopy (EIS) tests were carried out with an AC amplitude of 5 mV over the frequency range of 105 Hz to 10−2 Hz. The EIS spectra were modelled using ZSimpWin V. 3.21 software (Ametek Scientific Instruments, Pittsburgh, PA, USA). Potentiodynamic polarisation was performed at a scan rate of 0.5 mV/s. Prior to the electrochemical testing, the samples were immersed in the SBF for 2 h. A digital macroscope was used to analyse the degradation morphology of the post-polarised samples. Fourier transform infrared (FTIR) spectroscopy analysis (Model: Perkin Elmer spectrum 100 FTIR spectrometer, Perkin Elmer, Houston, TX, USA) was done to identify the degradation products.



Table 2. Chemical composition of simulated body fluid (SBF).







	
Reagent

	
Amount






	
NaCl (g/L)

	
8.036




	
NaHCO3 (g/L)

	
0.352




	
KCl (g/L)

	
0.225




	
K2HPO4∙3H2O (g/L)

	
0.230




	
MgCl2∙6H2O (g/L)

	
0.311




	
1.0 M HCl (mL/L)

	
40.0




	
CaCl2 (g/L)

	
0.293




	
Na2SO4 (g/L)

	
0.072




	
TRIS Buffer (g/L)

	
6.063











3. Results


The Rutherford backscattering (RBS) surface characterisation data of calcium-ion and zinc-ion implanted samples are presented in Figure 1a,b, respectively. Characteristic calcium and zinc backscattered peaks for respective samples are shown at channel numbers (equivalent to energy) ~330–340 and ~380–410, respectively, indicating that the desired ions were successfully implanted into the magnesium substrate, and, as expected, the concentration of the implanted ions increased with the increase in the fluence. Depth profiling revealed that the incident calcium and zinc appear around 30 nm beneath the surface. Additionally, peaks at channel number ~175 in all the samples indicate the presence of oxygen. Depth profiling reveals oxygen presence from the top layer down to a depth of ~75 nm in all the samples. The oxygen atoms above the implanted layers are likely constituent of the passive MgO/Mg(OH)2 film normally found on the surface of magnesium. Thus, the incident calcium or zinc atoms are implanted within the passive MgO/Mg(OH)2 layer. However, given that this passive layer is typically only several nanometres thick without augmentation [33], it is also possible that the ion implantation process has added oxygen to the oxide layer from impurities in the source material.


Figure 1. Rutherford backscattering (RBS) spectra of: (a) Ca-ion; and (b) Zn-ion implanted magnesium.
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The Nyquist plots of the calcium-ion implanted magnesium and the equivalent circuit (EC) used to model EIS spectra are shown in Figure 2a, and the obtained EC results are shown in Table 3. All the calcium-ion implanted samples showed two capacitive loops, as observed for the bare metal. The high frequency capacitive loop corresponds to charge transfer resistance and double layer capacitance, and the mid-frequency capacitive loop is indicative of the relaxation of mass transport through the layer formed due to degradation [34]. The EC model used in this study has been used for both bare and surface engineered magnesium [35,36,37], where Rs represents the solution resistance, Rct and Cdl are the charge transfer resistance and double layer capacitance, respectively, and Rf and Cf represent the film effects [36]. The polarisation resistances (Rp), which were calculated by adding Rf and Rct [38], are shown in Figure 2b. The Rp of Ca-15 was 24% higher than the bare metal and, interestingly, those of higher fluences did not show any significant improvement. In addition, a low frequency inductive loop can be noted for the bare metal and all the calcium-ion implanted samples. This behaviour is an indication of localized degradation (pitting) susceptibility of the samples [39]. The Nyquist plots of the zinc-ion implanted magnesium and the equivalent circuit (EC) used to model EIS spectra are shown in Figure 2c, and the obtained EC results are shown in Table 3. Similar to the calcium-ion implanted samples, the zinc-ion implanted samples each showed two capacitive loops and an inductive loop. However, it was observed that the Rp reduced significantly when the zinc-ion fluence was high, i.e., Zn-17 sample showed 65% lower Rp than the bare metal (Figure 2d).


Figure 2. Ca-ion implanted magnesium in SBF: (a) Nyquist plot and equivalent circuit; and (b) polarisation resistance. Zn-ion implanted magnesium in SBF: (c) Nyquist plot and equivalent circuit; and (d) polarisation resistance.
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Table 3. Electrochemical impedance spectroscopy (EIS) results of Ca-ion and Zn-ion implanted magnesium in SBF.







	
Sample

	
Cdl (Ω−1∙cm−2∙s−n) (× 10−3)

	
n-Cdl

	
Rt (Ω∙cm2)

	
Cf (Ω−1∙cm−2∙s−n) (×10−5)

	
n-Cf

	
Rf (Ω∙cm2)






	
Pure Mg

	
1.05 ± 1.72

	
0.74

	
94.93 ± 59.68

	
11.25 ± 15.62

	
0.69

	
429.80 ± 89.75




	
Ca-15

	
2.61 ± 0.16

	
0.99

	
164.65 ± 33.59

	
5.28 ± 0.19

	
0.80

	
466.80 ± 34.51




	
Ca-16

	
2.95 ± 0.05

	
0.92

	
173.65 ± 60.25

	
5.32 ± 0.20

	
0.79

	
357.71 ± 47.80




	
Ca-17

	
3.07 ± 0.30

	
0.99

	
147.30 ± 24.46

	
5.64 ± 0.23

	
0.78

	
366.62 ± 4.38




	
Zn-15

	
3.10 ± 0.16

	
0.98

	
130.80 ± 10.61

	
5.53 ± 0.61

	
0.79

	
404.95 ± 133.14




	
Zn-16

	
2.53 ± 0.45

	
0.95

	
177.05 ± 31.18

	
5.22 ± 0.42

	
0.80

	
315.90 ± 61.37




	
Zn-17

	
2.73 ± 3.72

	
0.84

	
80.46 ± 50.83

	
9.02 ± 8.23

	
0.66

	
98.62 ± 97.34








Note: All experiments were conducted in duplicates; standard deviations are given.








Figure 3a,b and Table 4 show the potentiodynamic polarisation curves and the corresponding electrochemical results of the ion implanted samples, respectively. The corrosion potential (Ecorr) of calcium-ion implanted samples did not show any significant change from that of the bare metal. The cathodic current decreased for Ca-15 and Ca-16 samples, whereas for the Ca-17 sample it was similar to the base metal. In the anodic part, a passive-like behaviour was observed for the base metal and the calcium-ion implanted samples. It should be noted that the passive currents for calcium-ion implanted samples were lower than the base material, which suggests that calcium-ion has contributed to better passivation behaviour. Ca-15 showed the highest protection among the calcium-ion implanted samples, and also the passive potential range (Epass) for Ca-15 was higher than the bare metal. The breakdown potentials (Ebd) of the calcium-ion implantation samples were similar to the bare metal. The breakdown potentials at around −1.4 V for all samples suggest that the passive film contains magnesium hydroxide [40]. However, in calcium-ion implanted samples, the film may contain more calcium-based products and hence exhibited better protection. The corrosion current (icorr), which was calculated based on the cathodic curves suggests that the icorr decreased with calcium-ion implantation. The icorr of Ca-15 was 38% lower, whereas Ca-16 and Ca-17 showed only 14% and 8% reduction, respectively, as compared to the bare metal.


Figure 3. Potentiodynamic polarisation plots of: (a) Ca-ion; and (b) Zn-ion implanted magnesium in SBF; and (c) degradation rate of Ca-ion and Zn-ion implanted magnesium in SBF.
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Table 4. Electrochemical results of Ca-ion and Zn-ion implanted magnesium in SBF.







	
Sample

	
Ecorr (mV v Ag/AgCl)

	
icorr (µA/cm2)

	
Ebd (mV v Ag/AgCl)

	
Epass (mV)






	
Pure Mg

	
−1820 ± 24.27

	
161.66 ± 5.50

	
−1418 ± 18.50

	
401 ± 4.72




	
Ca-15

	
−1825 ± 16.26

	
100 ± 0.00

	
−1384 ± 16.97

	
441 ± 33.23




	
Ca-16

	
−1817 ± 4.24

	
138 ± 1.41

	
−1443 ± 19.79

	
374 ± 24.04




	
Ca-17

	
−1811 ± 12.72

	
148 ± 36.77

	
−1437 ± 15.55

	
374 ± 2.82




	
Zn-15

	
−1833 ± 9.89

	
140.5 ± 57.27

	
−1399 ± 20.50

	
433 ± 10.61




	
Zn-16

	
−1809 ± 15.55

	
171 ± 14.14

	
−1411 ± 16.97

	
398 ± 32.53




	
Zn-17

	
−1583 ± 0.00

	
259.5 ± 13.43

	
−1440 ± 6.36

	
142.5 ± 6.36








Note: All experiments were conducted in duplicates; standard deviations are given.








In the case of zinc-ion implanted samples, the Ecorr of Zn-15 and Zn-16 were not significantly different to that of bare metal, but Zn-17 (high fluence) showed a noble potential shift of 237 mV. The cathodic current for Zn-16 was similar to bare metal, and Zn-15 was marginally lower and Zn-17 was significantly lower. A passive-like behaviour and Ebd were observed in all the zinc ion implanted samples, but the Epass was much lower for Zn-17. The icorr data suggest that high-fluence zinc implantation is detrimental, as Zn-17 exhibited 61% higher icorr than the bare metal. Figure 3c compares the degradation rate of calcium-implanted and zinc-implanted samples. The degradation rate has decreased with Ca-15. However, with higher fluence of calcium, the difference in the degradation rate became smaller. In the case of zinc, the degradation rate increased with increase in zinc-ion fluence.



The macrographs of the post-polarised samples are shown in Figure 4. Localized degradation can be seen in all the samples, since they were polarised above breakdown potential. However, the intensity of the degradation attack is different. In the case of Ca-15, the degradation was much lower as compared to the bare metal, which agrees with the electrochemical results. Additionally, Zn-17 exhibited the highest degradation, as is seen by the intensity of corroded pits. To examine the difference in the product formation during degradation, FTIR analysis was done and the spectra are shown in Figure 5a,b. The prominent bands around 1050 cm−1 correspond to phosphate groups [41], while those around 1400 cm−1 are indicative of carbonate groups [42]. None of the implanted samples show appreciable formation of distinct degradation products when compared to the bare metal.


Figure 4. Macrographs of Ca-ion and Zn-ion implanted magnesium after potentiodynamic polarisation in SBF.
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Figure 5. Fourier transform infrared (FTIR) spectra of: (a) Ca-ion; and (b) Zn-ion implanted magnesium after potentiodynamic polarisation in SBF.
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4. Discussion


Calcium-ion implantation at a fluence of 1015 ion·cm−2 slightly inhibited the degradation, however, for biodegradable implant applications, the degradation resistance should be further improved [43]. Interestingly, calcium-ion implantation at higher fluences (1016 and 1017 ion·cm−2) did not show any appreciable improvement in the degradation resistance. Implantation at these higher fluences may have introduced defects and thereby affected the passivation. On the other hand, zinc-ion implantation aggravated the degradation. The higher degradation rate can be attributed to micro-galvanic degradation between the magnesium and the more electrochemically noble zinc. The anodic sites of micro-galvanic degradation, in this case, magnesium-rich areas, exhibited localised degradation. It is interesting to note that alloying zinc to magnesium has shown improvement in the degradation resistance [20,44,45]. Koç et al. [20] reported an increase in degradation resistance in zinc-containing magnesium alloys and attributed this to grain size refinement. However, ion-implantation has no effect on the grain size. Cai et al. [44] and Koç et al. [20] further attributed the improved degradation resistance in zinc-containing alloys to uniform distribution of zinc assisting in the passivation, however when added in small amounts (i.e., less than or equal to 5 wt %). In the case of ion-implantation, densely-populated zinc appears to be detrimental.



Overall, the study suggests that ion implantation of zinc is certainly detrimental for the degradation resistance of magnesium. Calcium-ion implantation, especially at low fluence, improves the degradation resistance of magnesium, but it is not high enough to be used in biodegradable implant applications. The dissolution tendency of the base material may have an influence on the degradation performance of ion implanted material. A relatively high degradation resistant magnesium alloy implanted with calcium-ion may have a synergistic effect. It is worthwhile to carry out calcium-ion implantation on magnesium alloys and understand its influence.




5. Conclusions


Magnesium was implanted with calcium-ions and zinc-ions at fluences of 1015, 1016 and 1017 ion·cm−2 and their in vitro degradation resistances were evaluated. Calcium-ion implantation at 1016 and 1017 ion·cm−2 had no effect, and that at 1015 ion cm−2 showed a marginal, however insufficient, increase in the degradation resistance. Zinc-ion implantation at 1015 and 1016 ion·cm−2 had no effect, and, in fact, that at 1017 ion·cm−2 decreased degradation resistance significantly. Calcium-ion or zinc-ion implantation is not promising for enhancing the biodegradation resistance of magnesium for bone fixation devices.
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