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Abstract:



Measuring of fluid properties such as dynamic viscosity and density has tremendous potential for various applications from physical to biological to chemical sensing. However, it is almost impossible to affect only one of these properties, as dynamic viscosity and density are coupled. Hence, this paper proposes kinematic viscosity as a comprehensive parameter which can be used to study the effect of fluid properties applicable to various fluids from Newtonian fluids, such as water, to non-Newtonian fluids, such as blood. This paper also proposes an ideal microplatform, namely polymeric suspended microfluidics (SPMF3), with flow plane orthogonal to the bending plane of the structure, along with tested results of various fluids covering a wide range of engineering applications. Kinematic viscosity, also called momentum diffusivity, considers changes in both fluid intermolecular forces and molecular inertia that define dynamic viscosity and fluid density, respectively. In this study a 3D suspended polymeric microfluidic system (SPMF3) was employed to detect changes in fluid parameters such as dynamic viscosity and density during fluid processes. Using this innovative design along with theoretical and experimental results, it is shown that, in fluids, the variations of fluid density and dynamic viscosity are not easily comprehensible due to their interconnectivity. Since any change in a fluid will affect both density and dynamic viscosity, measuring both of them is necessary to identify the fluid or process status. Finally, changes in fluid properties were analyzed using simulation and experiments. The experimental results with salt-DI water solution and milk with different fat concentrations as a colloidal fluid show that kinematic viscosity is a comprehensive parameter that can identify the fluids in a unique way using the proposed microplatform.






Keywords:


suspended microfluidics; microcantilevers; biosensors; kinematic viscosity; biodiagnostics; viscosity measurement








1. Introduction


Fluid density and viscosity result in inertia, or resistance to move or flow. If we assume that fluid molecules are located in multiple sheets placed one on top of another, viscosity is defined as the friction force between these sheets. Based on the application and fluid properties, two types of fluid viscosity, called dynamic viscosity and kinematic viscosity, are defined. Dynamic viscosity is mainly used for comparing different fluids based on their flow resistivity. This resistance comes from the Van der Waals force among molecules of fluid layers. The more force which comes from the electron cloud density of atoms, the higher the viscosity effect on fluid flow. The fluid molecules have a specific mass which comes into effect when kinematic viscosity is being employed. The higher the molecule mass is, the more it produces inertia at the molecular level, thus the lower the tendency (or more inertia) to move and transfer momentum to other layers.



The fluids with their dynamic viscosity dependent on shear rate are called non-Newtonian fluids and the rest are defined as Newtonian fluids. For example, blood viscosity changes with shear rate which results in lower viscosity in capillaries and higher viscosity in larger veins [1]. In other words, an external force applied to non-Newtonian fluids affects their viscosity and shear rate [2,3]. In order to interpret this non-Newtonian effect, a deeper understanding of kinematic viscosity is required. The non-Newtonian behavior is mainly due to the structural organization of molecules inside the fluid. For example, in colloidal fluids such as blood, the shear thinning behavior is because of segregation of particles and phases inside the fluid. Thus, connection between phases inside a non-Newtonian fluid will increase the fluid viscosity and density in a control volume, such as a capillary. Here, the definition of kinematic viscosity, υ = μ/ρ, affects the connection among phases inside a fluid in a way that not only changes the distance between them and their interaction forces, but also the fluid density in a control volume. Thus, kinematic viscosity varies with shear stress in non-Newtonian fluids. Any variation in fluid substances during a process affects both density and viscosity, therefore another comprehensive parameter which considers both is required in order to identify and study the fluid in a more comprehensive way during different processes.



In order to measure fluid parameters, there has been lots of interest towards employing microelectromechanical systems (MEMS) based viscometers due to their accuracy, simplicity and compatibility with different industries. There are three types of microsensors that have been used mostly in dynamic viscosity measurement: vibrating microcantilever [4] and plate, quartz crystal resonators [5] and microfluidic systems [6]. The governing equations of these micro-viscometers—vibrating microcantilever, Equation (1); quartz crystal resonators, Equation (2); and transduction principle of the microfluidic sensors—are as follows.


[image: ]



(1)






[image: ]



(2)






[image: ]








where μ is fluid dynamic viscosity, ρ is fluid density, [image: ] is frequency response in a vacuum, [image: ] is frequency in fluid medium, b is microcantilever width and [image: ] is hydrodynamic function in the governing function for microcantilevers. In quartz crystal resonators, [image: ] is elastic modulus, [image: ] is density of the quartz crystal, [image: ] and [image: ] are frequency shift and natural frequency of free crystal, respectively.



Quartz resonators employ piezoelectric surfaces which can make high frequency vibrations with low amplitude. The measured resonance feedback is proportional to fluid density and viscosity that is modified when a change happens in the shear stress of fluid [7,8,9,10]. This method has been successfully employed in industrial real-time detection applications [11,12] even though some ranges of fluid viscosity—specifically in comparative applications—are not detectable due to the low vibration amplitude of this measurement system (Agoston, et al., 2005). In biological applications, micromachined quartz resonators have been used as density and viscosity measurement systems [13,14]. However, the piezoelectric films are not easily integrable during microfabrication [15].



Resonating cantilevers and plates have been the most frequently used type of MEMS viscometers [16,17,18] which are usually actuated by means of piezoelectric material [19,20,21], magnetic field [22,23,24] or alternating electricity current [25,26,27]. Theoretical studies and models connect variations in fluid density and viscosity to the shift in resonant frequency and quality factor, respectively [28,29,30].



There are not many viscometers designed based on only fluid flow in a microfluidic channel. One example, used for viscometric study of blood, was the integration of two electrodes in a microchannel and monitoring of the changes in fluid impedance [31]. Considering the non-Newtonian effect of fluids, some MEMS-based microplate oscillating systems have been designed and the governing equations were derived [26] as Equation (3),
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where [image: ] is oscillation frequency, [image: ] is motion amplitude, B and a are plate width and length, μ is fluid dynamic viscosity, ρ is fluid density and P is average oscillation power over a period.



As is apparent from the abovementioned formula, Equation (3), frequency change in microsystems submerged in fluid is dependent on both density and viscosity (μ and ρ). In other words, to extract viscosity using these microsystems, a knowledge of fluid density is required. Otherwise, in some articles, another parameter such as quality factor is measured in order to have another equation for the two unknowns.



Although these methods are addressing the viscosity measurement, these formulas are mainly useful for Newtonian and single-phase fluids where the viscosity changes can be assumed negligible with respect to shear stress, and density can be measured with other methods. However, in non-Newtonian or multi-phase fluids, both density and viscosity are subject to change at different flow rates. Thus, the fluid has these two parameters, namely, dynamic viscosity and density, interconnected. To study and measure fluid properties, kinematic viscosity captures this interconnectivity of fluid properties at different flow conditions in addition to being measured easily by the proposed platform.



Kinematic viscosity measurement is most frequently used in chemical processing and oil industries where fluid is sheared and displaced at the same time. On the other hand, the processing of chemicals such as crude oil is happening during a long process, and in each step a certain fluid with some concentration is being separated/added while the rest goes on to the next processing machine. During each process, it is very difficult to calculate and measure fluid dynamic viscosity or density as the concentration of each parameter should be precisely determined while the process is ongoing quickly. Thus, kinematic viscosity can be used as a single parameter in this industry to qualify the chemical’s specifications at a certain processing step. In order to obtain kinematic viscosity from dynamic viscosity, measuring of solution density—which changes with different concentration—is required. Here, to get rid of this density measurement, the fluid specifications can be identified using kinematic viscosity which can be measured as a solution parameter using devices such as capillary viscometers.



Kinematic viscosity can be interpreted as momentum diffusivity between adjacent fluid layers. In other words, momentum flux between fluid layers is proportional to the gradient of mass flux there. This momentum diffusivity is related to density and dynamic viscosity of fluid which, in total, is named kinematic viscosity. Thus, kinematic viscosity represents momentum transport per unit area between layers. In other words, kinematic viscosity determines how fast a fluid flows when a certain force (shear) is applied to it. Dynamic viscosity mainly considers the inter-molecular forces which determine the friction force that stops or slows a fluid from flowing.



In all of the abovementioned measurement systems, dynamic viscosity detection is linked to density. Therefore, kinematic viscosity has not been measured directly using the micro-viscometers, but has been measured indirectly by dividing μ by ρ. This indirect measurement is due to the design of vibrating systems in which the fluid under study is flown over the cantilever or plate. In this study, the fluid has been injected inside a suspended microfluidic and passed through a predesigned aperture or nozzle which directly measured kinematic viscosity, without measuring dynamic viscosity and density separately. Dynamic viscosity and density have different physical meanings, but interpreting these two parameters together will lead us to a unique parameter—kinematic viscosity—which will allow us to understand and detect changes in fluid properties.




2. Materials and Methods


2.1. 3D Suspended Polymeric Microfluidics


All of the applied micro-viscometers work based on moving a microstructure inside a fluidic medium. Since this motion replaces a fluid mass while shearing it, the density effect and consequent density measurement are inevitable in this kind of measurement system. On the other hand, any variation in solution concentration will change both density and viscosity. Thus, in order to identify a fluid under different processes, a kinematic viscosity measurement system is introduced in this study. The proposed microsystem is designed based on the capillary kinematic viscosity measurement concept [32] which is depicted simply in Figure 1.


Figure 1. (a) Capillary kinematic viscosity measurement system, (b) Microfluidic system designed based on the capillary system, (c) Suspended microchannel designed to transduce and measure fluid forces.
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The earlier system works based on free fall of fluid due to its mass which creates a constant pressure difference at the two ends of the target zone. The time to travel between two graduation marks—start and end—on the viscometer will result in the fluid kinematic viscosity measurement. Since the only acting forces are fluid shear force and weight in a constant volume between the positions, measuring the time when fluid falls between these two marks on the viscometer is proportional to fluid kinematic viscosity as shown in the following formulation [33], Equation (4).
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(4)




where a is the capillary radius, V is the fluid volume between marks, l is the distance of two measurement points, Q is the flow rate, g is the acceleration due to gravity, μ is the dynamic viscosity, υ is the kinematic viscosity, ρ is the density, t is time and h is the pressure difference height.



The 3D suspended microfluidic system is proposed in this study to detect the flow and its properties such as density and viscosity. After considering the abovementioned viscometers and flowmeters, a microcantilever with embedded microchannel design was noticed that had a very interesting design used to detect fluid flow, even though this capability had not been considered by its initiators. This microsystem [34,35] was comprised of a U-shape microchannel inside a microcantilever (Figure 1c). The suspended microchannel was used to detect microparticles and cells using either frequency shift or the deflection measurement method. However, another interesting aspect of this embedded microfluidics is flow forces applied to the microcantilever. The change in flow direction creates momentum force that will be modified when fluid properties such as kinematic viscosity vary. Detecting these forces can be an innovative way to study flow properties in a dry and closed-loop system.



Since the microchannel plane is parallel to the microcantilever plane, the applied flow forces were not strong enough to bend the microcantilever (Figure 2a). Hence, these systems were microstructures for only frequency measurements. However, in this study, this issue is resolved by designing the microchannel plane to be orthogonal to the neutral or bending plane (Figure 2b). Comparing the following results of the present paper with previous studies [34,36] shows that the new design will increase the system sensitivity to 5 times more than the earlier designs. The increased sensitivity is due to the change of flow force direction orthogonal to the low stiff plane of the microcantilever.


Figure 2. (a) 2D suspended microfluidics with the flow plane parallel to the bending (neutral) plane, (b) 3D suspended polymeric microfluidics with the flow plane orthogonal to the bending plane.
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The novel suspended microsystem works based on the constant flow rate inside a microfluidic channel which creates a constant pressure difference and velocity difference at two ends of the aperture or nozzle. Considering the space between two ends as a control volume, pressure and velocity differences at the ends make flow forces which are applied to the microcantilever. The designed microchannel is embedded inside a microcantilever in order to apply the flow forces to the microstructure. These flow forces should deflect the microcantilever, depending on changes in flow or fluid properties.



The force balance equation and capillary measurement for the microfluidic system, Equation (5), results in Equation (6) for kinematic viscosity measurement using the SPMF3. Following are the equations of both systems and their relation to kinematic viscosity. On substituting for [image: ] from Equation (5) into Equation (6), one can obtain the relation to kinematic viscosity, υ.
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(6)




where A is the cross section area, l is the nozzle length between start and end marks, [image: ] and [image: ] are the pressure and velocity difference between two graduation marks, [image: ] is cantilever stiffness, [image: ] is the mass flow rate and δ is cantilever deflection. If the volume between the two marks is considered as a control volume, f shows the applied force due to pressure and velocity difference between two ends of this volume. These differences are created as a result of changes in flow direction and channel cross section area. The applied force is equal to the cantilever spring force, [image: ]. The abovementioned formula, Equation (6), shows a linear relationship between the microcantilever deflection and kinematic viscosity of the fluid as in Equation (7).
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2.2. Fabrication of the Device


In order to fabricate the 3D microchannel inside a microcantilever structure, three different layers were designed, fabricated and bonded together to create the whole suspended microfluidics. These three layers consist of two microchannel layers and one nozzle layer. As is shown in Figure 3, two different molds—one for microchannel layers and one for the nozzle layer—are fabricated using the soft lithography method. According to the designed microcantilever thickness, SU8-2075 was used as a photoresist in the mold fabrication process. Then, two microchannel layers were fabricated using the microchannel mold and bonded to a nozzle layer in between to form the 3D suspended microfluidic system. The bonding process is done using a plasma activated technique after ensuring alignment between microchannel and nozzle layers under a wide-range microscope. Failure in bonding strength and alignment will result in misalignment between layers. These microchannel and nozzle layers are made of Polydimethylsiloxane (PDMS) which also increases the amount of deflection or sensitivity to small loads due to low elastic modulus. The detailed view of the microcantilever tip shows the embedded microchannel, flow and deflection directions (Figure 3c).


Figure 3. (a) Microchannel and nozzle molds for PDMS microfabrication, (b) Fabricated 3D suspended polymeric microfluidic system (c) Detailed view of the SPMF3.
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3. Results and Discussion


This section reports on an experiment which was performed to measure changes in fluid kinematic viscosity using the 3D polymeric suspended microfluidics. To modify kinematic viscosity of fluids in experiments, DI water with different concentrations of salt (NaCl), 0–15% as a solution, and milk with fat concentrations of 0–35% as a colloidal fluid were used. An optical laser deflection measurement system was used to detect microcantilever deflections against variations in fluid properties (Figure 4). The optical laser deflection measurement system works based on the reflection of a laser beam from the tip of the microcantilever. The light travel distance is read on a Photo Sensitive Detector (PSD), which can be calibrated with the cantilever tip deflection according to the measurement setup dimensions [37].


Figure 4. Laser displacement measurement system.
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In this experiment, the salt-water and milk-fat solutions were injected into the SPMF3 using a syringe pump at a flow rate of 50 μL/min and the cantilever deflection was recorded. According to the salt-water solutions in Table 1, kinematic viscosity variations through the addition of salt could be detected by the SPMF3 using tip deflection. However, both density and viscosity increased when salt was added to the DI water. As such, Table 1 summarizes the microcantilever deflections against changes with fat contents of milk. Milk viscosity increased with fat concentration while its density decreased [38].



Table 1. Changes in DI water-salt solution and milk with different fat content properties and experimental deflection results; both density and viscosity varied with salt and fat concentrations.







	
Fluid

	
Concentration

	
Density (kg/m3)

	
Dynamic Viscosity (cP)

	
Kinematic Viscosity (cSt)

	
Tip Deflection (μm)






	
Water-Salt wt %

	
0%

	
999

	
1.002

	
1.00

	
2.51




	
10%

	
1070

	
1.193

	
1.11

	
2.75




	
15%

	
1110

	
1.350

	
1.21

	
3.08




	
Milk-Fat wt %

	
0%

	
1033

	
3.594

	
3.48

	
10.48




	
3.25%

	
1030

	
4.192

	
4.07

	
11.90




	
10%

	
1025

	
4.797

	
4.68

	
14.85




	
20%

	
1012

	
6.598

	
6.52

	
20.80




	
35%

	
994

	
11.391

	
11.46

	
36.21










The source of tip deflection variations among different solutions could have been due to changes in either density or dynamic viscosity, or both. To further investigate the source of this change, a finite element analysis (FEA) was done with different fluid densities while the viscosity was kept identical and vice versa, and then the results were compared with the experimental data of Table 1. In this FEA modeling, a microcantilever with length, width and thickness of 6000 × 2000 × 600 μm, respectively, with an embedded microchannel of 200 × 100 μm was modeled. The flow rate was kept constant as 50 μL/min, equal to the mass flow rate of [image: ] = 8.33 × 10−7 kg/s at ρ = 103 kg/m3, and the fluid was water. This analysis has been done using two ANSYS modules, namely CFX and Static (2017, ANSYS, Pittsburgh, PA, USA), to solve the Navier–Stockes equations of steady state fluid dynamics and structural behaviors in order to predict the resultant deflections due to applied flow forces on the microcantilever.



As given in Figure 5a,b, the predicted variations of deflection show that the microcantilever deflection decreases when density is increased at a constant viscosity, while its deflection increases when viscosity is increased at constant density. Since the flow rate was kept constant during experiments and prediction, increasing of density decreased the pressure difference, which led to lower velocity difference and hence the deflection which is also seen in Equations (5) and (6). On the other hand, when viscosity was increased, pressure difference increased, which resulted in higher cantilever deflection. Therefore, the FEA modeling also confirmed that both density and viscosity variations affect the SPMF3 deflections. However, the FEA results have confirmed that the viscosity and density effects are opposite to each other.


Figure 5. Finite element analysis results of microcantilever deflection when fluid density or viscosity was changed, (a) against density at constant viscosity, μ = 0.89 cP, (b) against viscosity at constant density, ρ = 997 kg/m3, (c) finite element analysis (FEA) and theoretical results of microcantilever deflection against kinematic viscosity.
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As explained earlier, viscosity and density are coupled in influencing the structural behavior and a comprehensive parameter would be helpful to capture their influence on microcantilever deflection. Hence, kinematic viscosity—which absorbs the combined effects of dynamic viscosity and density—is used to represent the fluid in order to capture the variation of dynamic viscosity and density.



To address this issue here, the simulation results are presented with kinematic viscosity (Figure 5c) over a wide range, covering possible engineering applications. This shows how these two parameters—dynamic viscosity and density—can represent the fluid property under study when coupled together as a single parameter. The kinematic viscosity range is chosen to represent a variety of fluids from simple Newtonian fluids, such as water, to non-Newtonian fluids, such as milk and blood. Using design parameters of the SPMF3, the theoretical prediction (Equation (7)) is compared with FEA results and shown in Figure 5c. These parameters are microchannel hydraulic diameter, (a = 133 μm), velocity difference at nozzle sides, ([image: ] = 0.002 m/s), microcantilever stiffness, ([image: ] = 0.035 N/m) which is calculated based on E = 700 kPa [34], mass flow rate, ([image: ] = 8.33 × 10−7 kg/s), and nozzle length, (l = 300 µm). The parameters are substituted into the derived theoretical formula which can be simplified as [image: ] where k is the resultant cantilever stiffness. The theoretical formulation can be used to design any SPMF3 for required kinematic viscosity measurements. In other words, any variation in fluid concentration cannot exactly be predicted with only density or dynamic viscosity since both are changing and each parameter has a different effect on the static behavior of suspended microfluidics. The proposed suspended microcantilever has a unique response to changes in kinematic viscosity as is shown here, thus validating the SPMF3 as an appropriate tool for measuring fluid property through kinematic viscosity.



In a similar way, prediction has been continued for other fluids such as acetone, DI water, blood, milk and the results are presented against kinematic viscosity in Figure 6. These fluids were selected to basically cover a reasonable range of the fluids, representing both Newtonian and non-Newtonian fluids together. In order to validate the SPMF3 platform for kinematic viscosity measurements, the experimental results with water-salt solutions and milk, in Table 1, are compared with finite element analysis and simplified prediction formulation in Figure 6. As is shown here, there is a good agreement among the theoretical, finite element and experimental results. These results are shown in the logarithmic format in order to represent fluid properties in equally expanded regions. As is shown, kinematic viscosity can be employed for studying variation in fluid properties specifically in a more comprehensive way.


Figure 6. Prediction and experiment comparison of deflection behavior for various fluids; different ranges of fluids are indicated with colorful hatching and the cantilever deflection is shown with colorful dots.
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The error bars of experimental results were calculated according to the geometrical scheme of the laser deflection measurement system. There are three main sources of error—laser angle, Photo Sensitive Detector (PSD) angle and microcantilever position—that should be considered in this experiment. According to the geometrical calculations [37], variation in each of the abovementioned parameters may add an error to the final microcantilever deflection of up to 10% of the measured value.



In the former studies, fluids were mostly Newtonian. However, the interpretation of microcantilever deflection is difficult in the case of an unknown fluid where the changes in dynamic viscosity and density are unknown. Moreover, if the fluid is non-Newtonian or multi-phasic, interpretation of experimental results and changes in microsystem deflection will be unclear. This, as well as the formula in the previous section, clearly states how viscosity and density of fluids are related when it comes to detecting changes in a fluid through an external force or effect. Thus, the new SPMF3 which is designed for kinematic viscosity measurement addresses the interconnectivity of density and viscosity.




4. Conclusions


In this study, a practical use of kinematic viscosity is given as a comprehensive fluid parameter. In order to measure fluid parameters and avoid former viscometer issues such as the necessity of the density value during viscosity measurement, a 3D suspended microfluidics has been designed based on a capillary measurement system. Detailed FEA modeling of the SPMF3 shows different behaviors of a microcantilever against fluid density and dynamic viscosity variations. Using kinematic viscosity as a comprehensive parameter, both Newtonian and non-Newtonian fluids were studied and tested in a less complicated manner.



In order to validate the kinematic viscosity effects and importance, the 3D suspended polymeric microfluidics was developed along with theoretical and finite element analysis. Solutions of DI water and salt of different concentrations, and milk with a variety of fat contents were injected to the fabricated microchannel and the microcantilever deflections were measured according to variations in solution concentration. Then, the SPMF3 deflections against kinematic viscosity variations were studied.



Finally, with a comparison between theoretical and experimental results, it was confirmed that the kinematic viscosity is a unique parameter in fluids that can capture the influence of fluid properties on structural behavior. Furthermore, the proposed SPMF3 platform shows promising results as a microsystem for kinematic viscosity measurements for Newtonian and non-Newtonian fluids, and biological and non-biological fluids in a unique way.
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