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Abstract:



The American Academy of Pediatrics (AAP) has endorsed Critical Congenital Heart Disease (CCHD) screening using pulse oximetry nationwide, but, however, acknowledges that altitude may impact failure rates and alternative algorithms may be required at high altitudes. We therefore evaluated a modified screening protocol at an altitude of 6200 feet with the hypothesis that modifications could decrease failure rates. We evaluated 2001 well, newborn infants ≥35 weeks gestation using a modified protocol, which included a lower saturation cutoff for the first screen (85% instead of the AAP recommended 90%) and an oxygen hood intervention between the first two screens. Using our modified screening algorithm, we found a 0.3% failure rate, which was similar to the 0.2% sea-level rate and statistically different from the 1.1% rate identified in a recent study at similar altitude. Had the AAP protocol been used, the failure rate would have increased to 0.8%, which is similar to prior reports near this altitude. Echocardiograms were performed on failing newborns with no CCHD identified. A Birth Defects Registry Database review demonstrated one newborn with CCHD was missed after meeting AAP passing criteria. Overall, this study demonstrates that an alternative algorithm can be implemented at moderate altitude with decreased failure rate and comparable false negative rate.
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1. Introduction


Studies in both the United States and Europe have convincingly demonstrated that pulse oximetry performed in late preterm to term newborns after the transition period can substantially reduce the number of newborns discharged from hospitals with undetected critical congenital heart disease (CCHD) [1,2]. Historically, CCHD diagnosis has relied on prenatal imaging and clinical assessment. While there has been an overall increase in the rate of prenatal CCHD diagnosis and a decrease in the rate of delayed diagnosis, recent studies have demonstrated that the prenatal diagnosis rate remains low at <30%, and the rate of delayed diagnosis continues to remain unacceptably high [3,4,5,6]. Pulse oximetry can help to decrease the rate of delayed diagnosis by identifying 12 different CCHD lesions, seven of which are primary targets and five of which are secondary targets of pulse oximetry screening. Primary targets, or those defects which always or almost always present with hypoxemia, include d-transposition of the great arteries, truncus arteriosus, total anomalous pulmonary venous return, tricuspid atresia, pulmonary atresia (with intact ventricular septum), hypoplastic left heart syndrome, and Tetralogy of Fallot. Secondary targets, or those defects which sometimes present with hypoxemia, include double outlet right ventricle, Ebstein anomaly, coarctation/hypoplasia of the aortic arch, aortic arch interruption, and single ventricle physiology [1,7,8]. The addition of CCHD screening to clinical assessment has been shown to significantly improve the sensitivity for CCHD detection (from 77.4% to 93.2%) [9]. Therefore, in 2011, the Secretary of Health and Human Services added CCHD screening using pulse oximetry to the Recommended Uniform Screening Panel [10]. The American Academy of Pediatrics (AAP) endorsed screening in January 2012 [11]. In their policy statement, the AAP recommended the use of a specific algorithm presented in a Pediatrics Special Article by Kemper et al., which was based on a three-stage model initially proposed by de-Wahl Granelli [8,12]. Since that time, CCHD screening with pulse oximetry has been adopted in many states (Available online: https://www.newsteps.org/quality-practice-resources/disease-specific-activitie/cchd) [13].



However, both the AAP policy statement and the article by Kemper et al. include the caveat that “algorithm cutoffs may need to be adjusted in high-altitude nurseries” [1,8]. This is due to the fact that many studies have shown that average oxygen saturations in newborns are lower and show more variability at even moderate elevation, as demonstrated in Figure 1 [1,14,15,16,17,18,19,20,21,22]. However, there are few studies that have evaluated CCHD screening algorithms at moderate or higher altitude.


Figure 1. Historical SpO2 at various altitudes. Average oxygen saturations in newborns are lower and more variable at higher altitudes (closed boxes indicate saturation ranges while whiskers indicate ±2 SD).
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Because of the significant opportunity to decrease morbidity and mortality by improving CCHD detection in the neonatal period and the known challenges with pulse oximetry at higher altitude, multiple stakeholders including the Colorado Newborn Screening Advisory Committee, the AAP, and the Secretary of Health and Human Services have requested additional studies be performed and alternative algorithms be trialed in these populations [1,8].




2. Materials and Methods


2.1. The Modified Protocol


Our alternative protocol, shown in Figure 2, was based on the AAP protocol with two major modifications: a lower first screen oxygen saturation cutoff and an oxygen hood intervention.


Figure 2. Modified critical congenital heart disease (CCHD) screening protocol. Our modified CCHD screening protocol with deviations from the American Academy of Pediatrics (AAP) protocol highlighted. Modifications, indicated by gray boxes, include a decreased first screen saturation cutoff from 90% to 85% as well as the oxygen hood intervention between the first and second screens.
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The main goal of manipulating the first screen saturation criteria was to allow a subset of otherwise failing newborns (those with saturations 85%–89%) more time to transition and the opportunity to be re-screened. These re-screens were performed in accordance with AAP protocol cut-offs. The 85% cutoff used in the first screen was based on a study by Thilo et al. performed in Denver, CO, USA, which showed a range of post-ductal saturations between 80% and 98% where 85% was two standard deviations below the post-ductal mean saturation [14]. Despite differences in altitude, it was felt that the majority of healthy newborns should be able to demonstrate saturations >95%, and in an effort to remain as consistent with the AAP protocol as possible and minimize the risk of false negatives, the overall passing criteria were not changed. At the time of study design, no large studies were available that outlined a more specific range of normal newborn saturations at moderate altitude. The oxygen hood intervention was used to establish alveolar oxygen tension equivalent to that at sea level in an attempt to allow for standardization across any altitude.




2.2. Study Design


The study was conducted at 6200 feet (1890 m) in the Memorial Hospital well-baby nursery in Colorado Springs, CO (now part of the University of Colorado Health System), from December 2011 through July 2013. The Memorial Hospital Institutional Review Board gave study approval with a waiver of consent and full waiver of Health Insurance Portability and Accountability Act authorization. Parents were given a fact sheet describing the study and potential risks with 10 families opting out. Screenings were conducted at ≥24 h after birth or as near to hospital discharge as possible for those discharged early.



We prospectively enlisted well newborns at ≥35 0/7 weeks gestation without conditions known to predispose to hypoxemia (including prenatally diagnosed CHD). Trained nursing staff placed Nellcor N600x Pulse Oximeter with OxiMax™ Technology and Nellcor neonatal SpO2 sensors (on loan from Covidien Corporation, Boulder, CO, USA) on the right hand or wrist (pre-ductal) and, simultaneously, on a single foot (post-ductal). When possible, newborns were screened while awake and quiet. Newborn characteristics including weight, gender, method of delivery, gestational age, and the state of the newborn during screening were recorded.



Newborns were initially screened in room air. Those with either pre- or post-ductal saturation ≥95% with ≤3% difference in saturations passed screening and exited the algorithm. Any newborn with a single saturation of ≤85% failed screening and exited the algorithm with subsequent provider notification, additional clinical assessment, and echocardiogram. Newborns with saturations between passing and failing criteria advanced to the next stage of screening.



Prior to the second stage of screening, newborns were placed in an oxygen hood for 20 min with FiO2 designed to replicate sea level atmospheric oxygen tension in an effort to promote pulmonary vasodilation and possibly accelerate neonatal transition. This intervention was performed in the newborn nursery, and did not necessitate admission to the neonatal intensive care unit. The 20 min time period in the oxygen hood was chosen based on the length of time that children undergoing pulmonary hypertension evaluation in the Children’s Hospital of Colorado catheterization lab are given oxygen to evaluate their cardiovascular dynamics compared to the baseline condition. Local barometric pressure was identified by retrospective review as well as analysis of local pressures with a DBX1 barograph barometer (Aquatech Scientific Instruments LLC, Yardley, PA, USA). Appropriate FiO2 was then calculated from a local barometric pressure of 610 using the equation FiO2 = 159/610 based on Dalton’s Law of Partial Pressures where 159 is the partial pressure of oxygen exerted at sea level. This identified 26% FiO2 as the average amount of O2 required to simulate sea level atmospheric oxygen tension.



Following 20 min in the oxygen hood, newborns were placed back in room air and immediately underwent a second screen with pass/fail criteria matching national recommendations (passing criteria were either pre- or post-ductal saturation ≥95% with ≤3% difference in saturations, and failing criteria were any saturation of <90%.). Newborns who again neither passed nor failed the screen were retested after 1 h in room air for one additional screen. Those not achieving passing saturations by the third screen failed and proceeded to echocardiogram.



Protocol completion was defined as a newborn having definitively passed or failed any screen, or having failed after a third indeterminate screen. An indeterminate screen was defined as one in which the newborn did not meet criteria to definitively pass or fail.



Pulse oximetry data obtained in this subset of newborns was analyzed in order to determine the overall failure rate using the modified algorithm. The data was also retrospectively analyzed to calculate the first screen failure rate had the AAP protocol been used in the same newborn cohort. These results were compared to each other and to historical failure rates both at altitude and sea level.




2.3. Statistical Analysis


Characteristics of newborns that passed the screening algorithm were compared to those categorized as failing using Fisher’s exact test, Chi-square, t-test with unequal variances, and standard t test. A p-value < 0.05 was considered statistically significant. Statistical analysis was completed using SAS version 9.3 (SAS Institute, Inc., Cary, NC, USA). Sample size was a result of the pre-determined 18-month study period, and no power analysis was completed prior to study initiation. Following the 18-month period, Memorial Hospital returned to using the standard AAP protocol for screening newborns.





3. Results


In our study, 2001 newborns were screened using the modified CCHD screening protocol. Newborn characteristics recorded at the time of data acquisition are shown in Table 1. There was no correlation identified between various characteristics and the likelihood of a newborn to pass or fail screening. While the ideal screening state is “calm/quiet”, several newborns in our study were recorded as “crying” during their screen. In order to determine if this impacted results, this group was analyzed separately and was not found to be statistically associated with screening failure.



Table 1. Newborn characteristics. Various newborn characteristics were recorded at the time of data acquisition. No correlation was identified between characteristics and the likelihood of a newborn to pass or fail screening.







	
Characteristic

	
All Infants (n = 2001)

	
Failing Infants (n = 6)

	
Incomplete Screens (n = 42)




	
n (%)

	
n (%)

	
n (%)






	
Gender

	

	

	




	
Male

	
956 (48)

	
4 (67)

	
18 (43)




	
Female

	
917 (46)

	
2 (33)

	
21 (50)




	
Unknown

	
125 (6)

	
0

	
3 (7)




	
Gestational Age (weeks)

	

	

	




	
≥38

	
1643 (82)

	
6 (100)

	
33 (79)




	
35–37

	
292 (15)

	
0

	
4 (10)




	
Unknown

	
60 (3)

	
0

	
5 (12)




	
Birth Weight (grams)

	

	

	




	
≤2000

	
11 (<1)

	
0

	
0




	
2001–3000

	
688 (34)

	
1 (17)

	
16 (38)




	
3001–4000

	
1199 (60)

	
5 (83)

	
24 (57)




	
≥4001

	
60 (3)

	
0

	
1 (2)




	
Unknown

	
43 (2)

	
0

	
1 (2)




	
Type of Delivery

	

	

	




	
Vaginal

	
1521 (76)

	
6 (100)

	
36 (86)




	
Cesarean

	
466 (23)

	
0

	
6 (14)




	
Unknown

	
14 (<1)

	
0

	
0




	
Mean age at time of screen (h)

	
27.55

	
28.33

	
27.02




	
State of infant at time of screen

	

	

	




	
Awake

	
6 (<1)

	
0

	
1 (2)




	
Sleeping

	
402 (20)

	
0

	
10 (24)




	
Calm/Quiet

	
1266 (63)

	
5 (83)

	
26 (62)




	
Crying

	
278 (14)

	
1 (17)

	
3 (7)




	
Jittery

	
4 (<1)

	
0

	
0




	
Unknown

	
45 (2)

	
0

	
2 (5)










Of the 2001 newborns who underwent screening, 1953 (97.6% with a 95% CI (96.9%, 98.3%)) passed and six (0.3% with a 95% CI (0.01%, 0.5%)) failed screening. This failure rate of 0.3% is statistically different from the failure rate of 1.1% found by Wright et al. (p = 0.0089) [18].



There were 42 patients who did not complete the protocol. Reasons for lack of completion are unclear and may have been due to a variety of reasons including parental refusal, infant discharge, or screenings missed by nursing staff. Forty-one of these newborns were lost to screening after an indeterminate first screen (17 were indeterminate due to saturations 86%–94% while 24 had >3% difference in saturations). Of these, one exited screening due to identification of a murmur, one went on to have a second screen that was only partially documented, and the rest were lost for unknown reasons. There was one newborn who was lost after a second indeterminate screen. To our knowledge, no infants had a change in clinical status or decompensation as a result of screening or oxygen hood exposure. Figure 3 demonstrates how newborns progressed through screening.


Figure 3. Newborn flow sheet. Demonstration of where newborns were found to pass, fail, or were lost to screening. Percentages listed are relative to the entire study population.
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Among the six newborns who failed screening, two failed their first screen (with pre-ductal/post-ductal saturations of 85%/97% and 81%/82%), two failed their second screen after an indeterminate first screen (with saturations of 89%/90% and 83%/94%), and two failed their third screen (one by meeting failure criteria with saturations of 87%/91%, and one by remaining indeterminate for all three screens). None of the failing newborns had other causes of hypoxemia identified. In some cases, providers continued screening newborns that had failed, and found that two of six newborns would have gone on to pass if allowed one to two additional screens.



Had the AAP protocol been used in the same newborn cohort, the first screen failure rate (using a 90% saturation cutoff) would have increased to 0.70%, and the theoretical overall screening failure rate would have increased to 0.8%.



Echocardiograms were performed on four of six failing newborns (the two newborns who went on to pass with additional screens were considered to have passed and did not undergo an echocardiogram). Likewise, passing newborns did not undergo echocardiography. Of the four failing newborns who were imaged, all had normal echocardiograms—one with no shunt, one with a patent foramen ovale (PFO), one with a patent ductus arteriosus (PDA), and one with both a PFO and a PDA. No CCHD was identified. As above, one newborn who was noted to have a murmur after an indeterminate first screen also underwent an echocardiogram, which revealed a PDA.



In order to address the issue of having a large number of incomplete screens as well as to help determine if our modified pulse oximetry screening algorithm had missed any newborns (false negatives), the Birth Defects Registry Database was queried and was able to provide a list of all children born at Memorial Hospital within the study dates who went on to carry a diagnosis of any form of congenital heart disease. This query revealed 24 children in total. Twenty-three of these newborns were either not included in the study (due to prenatal diagnosis or clinical decompensation prior to 24 h of life) or were found to carry diagnoses of CHD rather than CCHD. The final newborn, however, was found to have a coarctation of the aorta which was identified by physical exam prior to hospital discharge (absent femoral pulses). On chart review, it was found that this newborn had passed their pulse oximetry screen at 24 h of life with a pre-ductal saturation of 97% and a post-ductal saturation of 95%. This resulted in a 0.05% false negative rate for the study.




4. Discussion


The data presented demonstrate that by using a modified algorithm for CCHD screening to account for altitude, the failure rate can be decreased to 0.3%. This is lower than recently published studies of 1.1% at similar altitude utilizing the AAP algorithm [18]. These findings are closer to reported sea-level failure rates of 0.01%–0.15% (comparison shown in Figure 4) [18,23,24,25,26].


Figure 4. Colorado screening failure rates as compared to nationwide reports. Compared to national failure rates, failure rates at moderate altitude remain elevated; however, our modified protocol significantly improves on the failure rate found at similar altitude. The hatched bar indicates the theoretical AAP protocol failure rate in our newborn cohort.
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The false negative rate for our newborn cohort was one of 2001 (0.05%). This newborn passed screening with a pre-ductal saturation of 97% and post-ductal saturation of 95% at 24 h of life and was subsequently found to have coarctation of the aorta diagnosed after absent femoral pulses were identified on the discharge physical exam. Based on these screening saturation values, this newborn would also have passed the standard AAP protocol and was not missed as a result of our protocol modifications. In reviewing the literature for other studies that report false negative rates, it was found that false negative rates varied between 0.008% and 0.64% [12,23,24,25,26,27,28,29]. Studies that reported which diagnoses had been missed most frequently reported aortic arch obstructions [12,24,26,28]. As previously mentioned, aortic arch anomalies are considered a secondary target of pulse oximetry screening as they may not present with hypoxemia, which was the case with the newborn missed in our cohort. This case further demonstrates the importance of pulse oximetry being used in addition to clinical assessment.



In comparing our modified algorithm with the use of the AAP protocol (90% saturation cutoff used in the first screen) for our newborn cohort, we found that 14 of 2001 newborns would have failed the first screen, increasing the first screen failure rate to 0.7%, and the theoretical overall screening failure rate to 16 of 2001 or 0.8%. Because data is only available for retrospective analysis using the AAP protocol, and no head-to-head comparison was done, it is impossible to determine the true overall screening failure rate given the oxygen hood intervention. However, considering that our 0.8% failure rate using the AAP protocol is not statistically significantly different from the 1.1% failure rate recently identified by Wright et al., our results appear to be consistent with what has previously been found at this altitude [18]. Given that all additional failures using the AAP protocol occurred in the first screen, we suspect the modified oxygen cutoff contributed more to our decreased failure rate than the oxygen hood intervention.



A total of five newborns underwent echocardiography, with no CCHD identified. Based on studies that have demonstrated an incidence of CCHD of 1.4 per 1000 live births, we would have expected to have at least three cases of CCHD in our population [30,31]. We did identify one case of CCHD that was included in the study through our Birth Defects Registry query, and we also identified several more cases that had been diagnosed prenatally or had clinical decompensation prior to the 24 h screening time. This demonstrates that adequate health care access in the urban area tested, improved prenatal screening, and high quality fetal echocardiogram likely impacted the number of patients with CCHD identified through our screening study. This is in alignment with other CCHD screening studies that are not identifying affected newborns [24,25,26]. However, it must be noted that there is no guarantee that all newborns born at Memorial Hospital during our study time period are included in the registry, which is a limitation of the study.



Overall, this study shows that implementation of a modified CCHD screening protocol is possible in a large-volume nursery. While limited by a small sample size, this study suggests that a modified protocol may effectively decrease the screening failure rate when compared to previous studies which have applied the AAP protocol to newborns at moderate altitude. This study also adds to the literature, demonstrating screening saturations that are consistent with published studies at altitude [15,16,17,18,19].



Finally, while CCHD screening using pulse oximetry has been well studied at sea level, and lower oxygen saturations in newborns at altitude have been well documented, exactly how altitude affects newborn oxygen saturation and physiologic transition has not been clearly demonstrated. CCHD screening protocols that account for altitude have been slow to develop and may require larger populations in regions with high and moderate altitude in order to fully understand this phenomena.




5. Conclusions


The widespread use of pulse oximetry in the newborn period has been shown to be a safe and effective screening tool for CCHD, and has become an integral part of standard newborn screening. Questions remain regarding the effectiveness of pulse oximetry for CCHD screening at moderate and high altitudes, and how altitude may impact screening failure rates. Because of the burdens of high false positive rates on patients, families, hospitals, and communities, it is necessary to evaluate alternative screening protocols in order to optimize screening sensitivity while limiting false positive and false negative rates at higher elevations. Novel protocols that account for differences in oxygen tension at various altitudes are indicated to make CCHD screening more applicable worldwide. This study is a first attempt at creating an alternative protocol. Although the algorithm still requires refinement to achieve the best screening outcome, we believe it contributes valuable information on which to build.



We would advocate for further studies that collaborate with birth defects registries and clinical referral centers for cardiac defects in order to more accurately evaluate screening algorithms and the effects of altitude.
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