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Abstract: To control circulating vaccine-derived type 2 poliovirus outbreaks, a more genetically
stable novel Oral Poliovirus Vaccine type 2 (nOPV2) was developed by targeted modifications of
Sabin 2 genome. Since the use of OPV2 made of Sabin 2 strain has been stopped, it is important to
exclude the possibility that batches of nOPV2 are contaminated with Sabin 2 virus. Here, we report
the development of a simple quantitative one-step reverse-transcription polymerase chain reaction
assay for the detection and quantitation of Sabin 2 virus in the presence of overwhelming amounts
of nOPV2 strain. The method is specific and linear within 8 log10 range even in the presence of
relevant amounts of nOPV2 virus. It is sensitive, with a lower limit of detection of 0.2 CCID50/mL
(an equivalent of 198 genome copies per mL), and generates reproducible results. This assay can be
used for quality control and lot release of the nOPV2.

Keywords: release test; quality control; OPV; nOPV; Sabin 2 virus contaminant

1. Introduction

There are two prophylactic vaccines against poliomyelitis caused by the three serotypes
of poliovirus: inactivated poliovirus vaccine (IPV) and live oral poliovirus vaccine (OPV).
The use of these vaccines has dramatically reduced polio incidence worldwide. However,
IPV does not stimulate adequate mucosal immunity to prevent transmission of circulating
polioviruses [1,2], and OPV is composed of three Sabin strains that are genetically unstable
and can revert to neurovirulence [3,4], leading to about one case of vaccine-associated
paralytic poliomyelitis (VAPP) per one million vaccine recipients.

The Global Polio Eradication Initiative (GPEI) led to the eradication of wild po-
lioviruses of types 2 and 3 [5], but wild type-1 poliovirus remains endemic in Afghanistan
and Pakistan [6]. This progress was achieved mostly because of the massive use of OPV
that stimulates strong systemic and mucosal immunity [7]. The recipients of OPV excrete
revertant vaccine viruses that can be serially transmitted and convert to vaccine-derived
polioviruses (VDPVs) causing outbreaks in poorly immunized communities [8]. People
with primary B-cell immunodeficiency can become chronically infected and excrete VDPV
for a long time [9–11]. To prevent generation of VDPV and avoid VAPP, many high- and
middle-income countries started to use IPV instead of OPV [12]. In addition, in April–May
of 2016 the use of trivalent OPV was stopped globally and replaced with bivalent OPV
(bOPV) that contains only serotypes 1 and 3, supplemented with at least one dose of
IPV [13,14]. As stated above, IPV elicits poor mucosal immunity and thus the vaccinees
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receiving bOPV with IPV are at risk of being infected with and transmitting type 2 po-
liovirus [15–17]. To overcome the limitations of current vaccines, two genetically-stabilized
novel OPV type 2 (nOPV2) vaccine candidates were developed [18,19]. Both candidates
include an alternative domain V from the S15 strain [19] which incorporated 18 nucleotide
substitutions (compared to Sabin 2 strain) aimed at avoiding thermodynamic stabilization
of the structure that leads to the increase of neurovirulence. While vaccine manufacturers
maintain both nOPV2 and Sabin 2 strains in their inventory, it is important to exclude the
possibility of accidental Sabin 2 contamination of nOPV2 lots through a combination of
manufacturing controls and quality control testing. Any test for Sabin 2 contamination in
nOPV2 should be sensitive, specific and be able to discriminate Sabin 2 virus from nOPV2.

Several molecular-based procedures have been developed for detection of OPV strains,
including ELISA [20], reverse transcription-polymerase chain reaction (RT-PCR) followed
by hybridization with specific oligonucleotides [21,22], and quantitative RT-PCR [23]
that uses degenerate primers with mixed-base and inosine residues. Recently we have
developed quantitative one-step RT-PCR (qosRT-PCR) and quantitative multiplex one-step
RT-PCR (qmosRT-PCR) assays for detection and quantitation of the three Sabin strains of
OPV [24,25]. None of these methods were designed to specifically identify Sabin strains in
the presence of nOPV. In this study we propose a simple qosRT-PCR assay using specific
primers and a TaqMan probe designed to discriminate between the S15 domain V present
in the nOPV2 candidates and Sabin 2 virus, thereby allowing specific detection of Sabin 2
virus in nOPV2 lots.

The assay for the presence of Sabin 2 contamination in nOPV2 stocks is simple, rapid,
reproducible, sensitive, and has large linearity range suitable for quality control of the
nOPV2 vaccine.

2. Materials and Methods
2.1. Viruses

Batch of US neurovirulence poliovirus reference vaccine (Sabin 2 strain of OPV having
GenBank accession number AY184220) and plasmid-containing Sabin 2 genome were used
as positive control (Lab. method development inventory at US. FDA). Plasmid-containing
nOPV2-c1 genome with mutation E295K was provided by Dr. Andrew Macadam (NIBSC,
UK) and Dr. Raul Andino (UCSF, US), and was used as negative control for the Sabin 2
contamination assay. Monovalent bulks of nOPV2 candidate 1 (nOPV2-c1) batches nPOL
2016 and nPOL 2018C, monovalent nOPV2 candidate 2 (nOPV2-c2) batches nPOL 2038C
and nPOL 2056C, and drug product nOPV2-c1 batches 2060119C, 2060219C and 2060319C
were provided by P.T. Bio Farma (Indonesia) and were tested for the presence of Sabin
2 virus.

nOPV2c1 virus was recovered from the plasmid containing nOPV2-c1 genome with
mutation E295K by transfecting HEp-2C monolayers with T7 transcripts [19,26] and incu-
bating them at 34 ◦C and 5% CO2 until the complete cytopathic effect was apparent. The
recovered nOPV2-c1-virus was sequenced as described below and named nOPV2c1-295.
It was used as negative control for the assay and in the spiking (spiking Sabin 2 virus in
nOPV2c1-295) experiment (see below).

Sabin 2 and the recovered nOPV2c1-295 viruses were titrated by MPBT assay [27]
with small modifications; only primers and probe for poliovirus type 2 were used.

2.2. Extraction of Viral RNA

Viral RNA was extracted from viral samples according to the manufacturer’s protocol
of the QIAamp viral RNA mini kit (QIAGEN, Chatsworth, CA, USA). The extracted RNA
was eluted in a final volume of 60 µL of sterile RNase-free water and was frozen at −80 ◦C
for further use.
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2.3. Quantitative One-Step RT-PCR

The quantitative one-step RT-PCR (qosRT-PCR) reactions were prepared in 96-well
optical plates in a final volume of 25 µL using 2 µL of viral RNA and QuantiFast Multiplex
RT-PCR Kit (QIAGEN, Valencia, CA, USA). The RNA from Sabin 2 virus with known titer
(expressed as CCID50/mL) was subject to serial 10-fold dilution and used as reference
standard to generate the standard curve (at least the concentrations of 106 to 10 CCID50/mL
of the diluted samples were run in triplicates). The Sabin 2 RNA and plasmid-containing
Sabin 2 genome were used as positive control, and water, nOPV2 RNA and plasmid-
containing nOPV2 genome were used as negative controls. All control samples were run
in quadruplicates. The specific primers and probe used for detection and quantitation of
Sabin 2 strain are presented in Table 1. Oligonucleotide probe Sab2PrbFAM2 was used at a
final concentration of 25 nM, and primers Sab2-605R (reverse) and Sab2-538F (forward)
were used at a final concentration of 0.8 µM. The qosRT-PCR procedure was performed
using real-time PCR System ViiA7 (Thermo Fisher Scientific, South San Francisco, CA,
USA) at the following thermal cycling conditions: one cycle incubation for 20 min at 50 ◦C
and 5 min at 95 ◦C, followed by 40–45 cycles, each consisting of 15 s at 94 ◦C, 15 s at 55 ◦C,
and 30 s at 60 ◦C.

Table 1. Primers and TaqMan probe for detection and quantitation of Sabin 2 virus in nOPV2.

Name Seq 5′–>3′ Sabin 2 Location Tm (Basic) Size (nt) Amplicon Size
(bp)

Sab2-605R
(Reverse) GTAGTCGGTTCCGCCACA 544–527 57 18

67
Sab2-538F
(Forward) CGGAACAGGCGGTCGCGAA 477–495 58 19

Sab2PrbFAM2
(TaqMan Probe)

FAM-TGACTGGCTTGTCGT-
ZEN//3IaBkFQ/ 500–514 42 15

2.4. Specificity, Limit-of-Detection and Linearity of qosRT-PCR to Detect Sabin 2 Virus

To evaluate the limit-of-detection of the qosRT-PCR, 8.34 log10 CCID50/mL of Sabin
2 virus was subjected to RNA extraction as described above, then viral RNA was serially
diluted in water (10−1 to 10−10) in a total volume of 0.1 mL. Two microliters of each dilution
of RNA was analyzed in triplicate by qosRT-PCR as described above.

In addition, to evaluate the ability of qosRT-PCR to specifically detect and quantify
Sabin 2 virus, 2 µL of each of Sabin 2 RNA and plasmid containing Sabin 2 genome was
tested as positive controls in four repeats, and as negative controls 2 µL of each of plasmid
containing nOPV2 genome and water were tested in four repeats in the same plate by
qosRT-PCR assay.

In a similar experiment and in the same context, Sabin2 virus (8.34 Log10 CCID50/mL)
was serially spiked in nOPV2c1-295 virus (8.07 Log10 CCID50/mL) suspension as follows:
twelve 1.5 mL–tubes were filled with 180 µL of nOPV2c1-295, 20 µL of Sabin 2 virus was
added to the first tube containing 180 µL of nOPV2c1-295, pipetted and 20 µL of the mixture
transferred to the second tube containing 180 µL of nOPV2c1-295 mixed and 20 µL of the
mixture transferred to next tube, the same procedure was repeated until the last tube, the
last 20 µL of the mixture was discarded, and the RNA was extracted from each dilution
and subjected to qosRT-PCR analysis as described above.

2.5. qmosRT-PCRs for Virus Genome Copy Number Calculation

To quantify the genome copy (GC) number in each spiked sample (Sabin 2 spiked in
nOPV2c1-295) a quantitative multiplex one-step RT-PCR (qmosRT-PCR) was used. Briefly,
the qmosRT-PCR reactions were prepared in 96-well optical plates in a final volume of
25 µL using 2 µL of RNA of test and control samples (2 µL of DNA-plasmid for reference
standards) and QuantiFast Multiplex RT-PCR Kit (QIAGEN, Valencia, CA, USA). The
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RNAs of Sabin 2 and nOPV2c1-295 viruses were used as positive controls, and water
was used as negative control. Plasmid containing genome of Sabin 2 virus with known
GC number was used as standard reference for extrapolation of GC for Sabin 2 in test
samples, and plasmid containing genome of nOPV2c1-295 virus with known GC number
was used as standard reference for extrapolation of GC number for nOPV2c1-295 in the
spiked samples.

Control samples were run in quadruplets, reference standard samples in dupli-
cates, and the test samples were run in triplicate repeats. The specific primer pairs
and probes used for each virus are: for Sabin 2, Sab2-538F (forward primer), Sab2-
605R (reverse primer) and Sab2PrbFAM2 (TaqMan probe) (Table 1), and for nOPV2-
c1, nOPV2-538F (forward primer), 5′TTGAGCAGGCAGCTGCAAC3′, nOPV2-605R (re-
verse primer), 5′GTAGTCGGTTTCGCCATT3′ and nOPV2PrbYAK2 (TaqMan probe), YAK-
5′AGCAGCCAGCCTGT3′-ZEN/3IaBkFQ.

The primers were used at a concentration of 0.8 µM each and the TaqMan probes
were used at concentration 25 nM each. The qmosRT-PCR procedure was performed using
real-time PCR System ViiA7 (Applied Biosystems, Foster City, CA, USA) at the following
thermal cycling conditions: one cycle incubation for 20 min at 50 ◦C and 5 min at 95 ◦C,
followed by 45 cycles, each consisting of 15 s at 95 ◦C, 15 s at 55 ◦C and 30 s at 60 ◦C.

2.6. Illumina Sequencing

RNA was extracted from the nOPV2 lots provided by Bio Farma (see above) and
nOPV2c1-295 as described above and used for RNA library preparation. The RNA library
was prepared using the NEBNext Ultra II RNA Library Prep Kit for Illumina (New England
BioLabs, Ipswich, MA, USA). Fragmentation (to generate about 500 nt RNA fragments)
and priming were performed in one reaction using the buffer provided in the kit. The first
and second strands of DNA were synthesized according to the manufacturer’s protocol.
The resulting DNA fragments were ligated to Illumina paired end adaptors, then amplified
using 12 cycles of PCR with multiplex indexed primers and purified by magnetic beads
(Agencourt AMPure PCR purification system, Beckman Coulter, Brea, CA, USA). After
analyzing the libraries for the size and quality with BioAnalyzer (Agilent Technologies,
Santa Clara, CA, USA), sequencing was performed using MiSeq (Illumina, San Diego,
CA, USA) producing 250 nt paired end reads. The raw sequencing reads were analyzed
by an in-house developed specialized platform High-performance Integrated Virtual En-
vironment (HIVE) [28]. The RNA sequence of nOPV2-c1 (GenBank accession number:
MZ245455) virus was used as genome reference for HIVE alignment and mutations profil-
ing of sequencing reads generated from nOPV2 lots. To differentiate Sabin 2 virus from
nOPV2 we targeted specifically the introduced 18 SNPs in domain V of nOPV2 viruses
(Figure 1).
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3. Results
3.1. Design of Specific Primers and Probes for Sabin 2 Virus Detection and Quantification

To identify and quantify Sabin 2 virus in nOPV2 samples, a qosRT-PCR procedure
was developed. Domain V of the Internal Ribosome Entry Site (IRES) element in the
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5′-Utranslated Region (5′ UTR) was selected to design specific primers and a TaqMan
probe. This region contains the attenuating mutation 481-A that can mutate to produce a
virulent revertant 481-G (Figure 1) [3,4]. As part of the development of nOPV2, this region
was modified to increase its genetic stability by eliminating the possibility of reversion
to neurovirulence through single-nucleotide changes [18]. The differences between this
modified region called S15 and Sabin 2 virus were used as a genetic marker for the design
of primers and a TaqMan probe for detection and quantitation Sabin 2 virus in nOPV2
(Figure 1). The primers and the probe are described in Table 1 and Figure 1.

3.2. Linearity, Specificity and Limit of Detection of the Assay for Detection of Sabin 2 RNA

To evaluate the linearity and sensitivity of the RT-PCR in absence of nOPV2 back-
ground, a Sabin 2 strain with titer of 8.34 Log10 CCID50/mL was subjected to RNA extrac-
tion as described above and the RNA was serially diluted 10-times using 10-fold steps
in a total volume of 100 µL. The original and diluted RNA samples were tested, and
the resulting Ct values were averaged (mean) for each dilution and plotted against the
respective Sabin 2 titers expressed as log10 CCID50/mL as shown in Figure 2. This result
showed that the assay was able to detect RNA of 2 CCID50/mL (Relative to the titer of the
original sample and RNA dilution) and had a very broad linearity range of at least 8 log10
(from 8.34 to 0.34 Log10 CCID50/mL). RNA from a sample with the lowest titer analyzed
(0.034 Log10 CCID50/mL) was undetectable.

In the same run, Sabin 2 RNA (8.34 Log10 CCID50/mL) and a plasmid containing Sabin
2 genome (0.1 ng/mL) were run as positive controls, while another plasmid containing
the nOPV2-c1genome (0.1 ng/mL) and water were used as negative controls. The controls
were run in quadruplet repeats, and the test and standard reference samples were tested
in triplicates. The results of positive and negative controls are presented in Figure 3. The
method could detect all positive controls and none of negative controls was detected; this
result demonstrates that the method is very specific for the detection of Sabin 2 strain.
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Figure 2. The three repeats of qosRT-PCR analysis (each repeat is presented in one line) of RNA
diluted samples: RNA was extracted from Sabin 2 virus (with titer of 8.34 Log10 CCID50/mL), serially
diluted 10-times using 10-fold steps and subjected to qosRT-PCR analysis. The R2 is around 1 for
each repeat of the analyzed samples.
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Figure 3. Specific Sabin 2 virus identification with qosRT-PCR demonstrated by using Sabin 2 RNA and plasmid containing
Sabin 2 genome (positive controls), and plasmid containing the nOPV2-c1genome and water (negative controls).

3.3. Repeatability of the RT-PCR for Detection Sabin 2 Strain

Three Sabin RNA samples with equivalent viral titers of 2.16, 21.63 and 216.27
CCID50/mL that were used in the above experiment were also used to study the re-
peatability of the assay. The samples were analyzed in triplicate repeats in three runs and
on two different days by the same operator. Table 2 summarizes the averages for each
triplicate in each run. The results demonstrate that the assay for detection of Sabin 2 strain
generated consistent results for all three analyzed samples. Results of these experiments
showed no significant differences in titers repeatedly obtained on the same run, different
run, same day or on different days. The observed variations mostly did not exceed 2-fold
difference with few exceptions, especially for sample 9, which had the lowest concentration
that could be detected by the assay as shown above (~2 CCID50/mL). Briefly, the Sabin 2
detection assay yielded consistent and reproducible results.

3.4. Detection of Sabin 2 Virus in the Presence of nOPV2 Virus

To check the ability of the simple qosRT-PCR assay to detect Sabin 2 virus in the
presence of large amounts of nOPV2 virus, Sabin 2 virus with the titer 8.34 log10 CCID50/mL
was serially diluted in 10-fold steps in nOPV2c1-295 virus suspension with the titer of
8.07 log10 CCID50/mL (as described above in materials and methods paragraph). All
diluted samples were subjected to RNA extraction and then to the assay for detection Sabin
2 contamination in nOPV2c1-295 as separate samples in triplicate repeats. The results
showed that the presence of nOPV2 virus with high titer did not interfere with the assay
that was able to detect Sabin 2 virus at levels of 0.22 CCID50/mL which correspond to
traces of Sabin 2 virus in nOPV2 (2 × 10−7% of Sabin 2 in nOPV2 suspension) (Tables 3
and 4). A linear fit of the data had R2 equal 0.99 and over a range of 8 log10 (Figure 4). All
negative controls including nOPV2c1-295 virus and nOPV2-c1 plasmid were negative and
the positive control was positive (Table 3), confirming the specificity of the assay.
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Table 2. Analysis of repeatability of results generated by the qosRT-PCR Sabin 2 contamination assay.

Day Run
Sabin 2 Virus

Sample 7 Sample 8 Sample 9

1 1

215.94
220.22
216.14
240.09

19.47
12.99
19.86
14.87

2.68
3.90
2.03
1.16

2

2

190.05
249.62
300.66
297.63

12.43
15.83
17.27
8.84

3.59
4.42
4.16
5.01

3

269.98
280.74
249.19
289.66

19.41
10.69
18.93
16.35

9.32
3.18
3.62

Average 251.66 15.58 3.92

STDEV 36.44 3.68 2.10
Note: The expected titers of samples are as follow: 216.27 CCID50/mL for sample 7, 21.63 CCID50/mL for sample
8 and 2.16 CCID50/mL for sample 9. SD: standard deviation error, Avg: Average.
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samples with qmosRT-PCR as described above and the resulting GC numbers were used 
to calculate the percentages of the Sabin 2 in the samples (Table 4). The average GC:CCID50 
ratios for the Sabin 2 virus used to prepare the spiked samples is about 990. In addition, 

10

15

20

25

30

35

40

45

-1 0 1 2 3 4 5 6 7 8

R2 = 0.99

Ct

Titer (log10 CCID50/mL) of Sabin 2 virus diluted in nOPV2c1-295
Figure 4. The three repeats of qosRT-PCR analysis (each repeat is presented in one line) of Sabin 2
virus in presence of prevalent amounts of nOPV2: Sabin 2 virus (titer 8.34 log10 CCID50/mL) was
serially diluted in 10-fold steps in nOPV2c1-295 virus (titer of 8.07 log10 CCID50/mL). All diluted
samples were subjected to RNA extraction and then to the assay analysis. The R2 is around 0.99 for
each repeat of the analyzed samples.

To compare the percentages of the spiked Sabin 2 virus in nOPV2c1-295 prepared
based on CCID50 to those based on genome copy (GC) numbers we analyzed the spiked
samples with qmosRT-PCR as described above and the resulting GC numbers were used to
calculate the percentages of the Sabin 2 in the samples (Table 4). The average GC:CCID50
ratios for the Sabin 2 virus used to prepare the spiked samples is about 990. In addition, we
subjected these samples to Illumina next generation sequencing (NGS) and the percentages
of Sabin 2 in samples were calculated as the average percentages of the 18 SNPs in domain
V (Figure 1) as described above and shown in Table 4. These results showed qmosRT-PCR
(GC multiplex quantification) could detect 2 × 10−5% and Illumina-sequencing detect 0.2%
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of Sabin 2 virus in the spiked samples, and both methods generated results that correlate
well with the percentages of the spiked samples based on CCID50 with R2 equal of 0.98
and 1.00 respectively. On the other hand, the simple quantification of Sabin 2 with qosRT-
PCR detected 0.22 CCID50/mL of Sabin 2 in the presence of nOPV2, which correspond to
198 GC/mL as the GC:CCID50 ratio for Sabin 2 virus is around 990 (Table 3). Therefore, the
qosRT-PCR assay is more sensitive than NGS and specific for detection of Sabin 2 in the
presence of relevant nOPV2 amounts.

Table 3. Detection and quantification of Sabin 2 virus serially diluted in nOPV2c1-295.

Sample Names
% of Spiked Sabin 2

Virus in
nOPV2c1-295

Sabin 2 Titers (Log10
CCID50/mL) Average Ct ± STDEV

1 16.98 7.34 16.00 ± 0.11
2 1.91 6.34 19.28 ± 0.08
3 1.94 × 10−1 5.34 22.79 ± 0.12
4 1.94 × 10−2 4.34 26.87 ± 0.58
5 1.94 × 10−3 3.34 29.88 ± 0.10
6 1.94 × 10−4 2.34 32.83 ± 0.20
7 1.94 × 10−5 1.34 35.23 ± 0.19
8 1.94 × 10−6 0.34 37.71 ± 0.61
9 1.94 × 10−7 −0.66 39.72 ± 0.48

10 1.94 × 10−8 −1.67 UD
11 1.94 × 10−9 −2.67 UD
12 1.94 × 10−10 −3.67 UD

Water

Negative Controls

NA UD

nOPV2c1-295 virus 8.07 UD

nOPV2 plasmid 1 ng/µL UD

Sabin 2 plasmid Positive Control 0.1 ng/µL 16.93 ± 0.34
Note: UD; undetermined, NA; Not applicable.

Table 4. Correlation between the Sabin 2 percentages calculated from the spiked samples based on
CCID50 and genome copy number, and by using Illumina-sequencing.

Expected % (CCID50)
GC# % NGS %

R2 = 0.98 R2 = 1.00

16.98 32.02 18.02
1.91 7.59 1.94

1.94 × 10−1 1.32 0.23
1.94 × 10−2 1.02 × 10−1 UD
1.94 × 10−3 4.21 × 10−3 UD
1.94 × 10−4 5.67 × 10−5 UD
1.94 × 10−5 1.77 × 10−7 UD
1.94 × 10−6 UD UD
1.94 × 10−7 UD UD
1.94 × 10−8 UD UD
1.94 × 10−9 UD UD
1.94 × 10−10 UD UD

Note: GC#, genome copy number, NGS; Illumina sequencing.

3.5. Analysis of nOPV2 Vaccine Lots for the Presence of Sabin 2 Contamination

To validate the assay for detection of Sabin 2 contamination in nOPV2 stocks, different
lots of nOPV2 candidate 1 and candidate 2 vaccines (manufactured by Bio Farma, Indonesia)
that are mentioned above (See material and methods paragraph) and presented in Table 5
were tested on three different days, one run per day. Sabin 2 virus was not detected in the
nOPV2 vaccines lots; however, in a few samples we observed one of the three repeats with
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Ct ≥ 40, which are still negative results, while positive controls were positive and negative
controls were negative. These results were confirmed by NGS analysis that did not reveal
the presence of SNPs in domain V (Figure 1) of nOPV2 lots in comparison to nOPV2-c1
sequence (nOPV2-c1 and nOPV2-c2 have the same domain V sequence) used as a reference
for bioinformatic analysis, confirming the absence of Sabin 2 virus in these nOPV2 lots.
This result and the data above show that the assay for detection of Sabin 2 contamination
in nOPV2 stocks can be used for quality control of nOPV2 lots to detect and quantify Sabin
2 virus as a possible contaminant.

Table 5. Analysis of nOPV2 lots by qosRT-PCR assay for detection Sabin 2 contamination.

nOPV 2
Lots

Day 1 Day 2 Day 3 NGS Result

Run1:
Ct Result Run

2: Ct Result Run
3: Ct Result Sabin 2 nOPV2

Monovalent nOPV2-c1

nPol2
016C-c1

UD
Negative

UD
Negative

UD
Negative Negative PositiveUD UD UD

UD UD 40

nPol2
018C-c2

UD
Negative

UD
Negative

UD
Negative Negative PositiveUD UD UD

UD UD UD

Drug product nOPV2-c1

2060119C
UD

Negative
UD

Negative
UD

Negative Negative PositiveUD UD UD
UD UD UD

2060219C
UD

Negative
UD

Negative
UD

Negative Negative PositiveUD UD UD
UD UD UD

2060319C
UD

Negative
UD

Negative
UD

Negative Negative PositiveUD UD UD
UD UD UD

Monovalent nOPV2-c2

nPOL
2056C

43
Negative

UD
Negative

UD
Negative Negative PositiveUD UD UD

UD UD UD

nPOL
2038C

UD
Negative

40
Negative

UD
Negative Negative PositiveUD UD UD

UD UD UD

Negative controls

Water

UD

Negative

UD

Negative

UD

Negative NA NA
UD UD UD
UD UD UD
UD UD UD

nOPV2-
Plasmid

UD

Negative

UD

Negative

UD

Negative NA NA
UD UD UD
UD UD UD
UD UD UD

Positive control

Sabin 2-
plasmid

18

Positive

14

Positive

15

Positive NA NA
17 14 15
18 13 14
18 14 15

Note: nOPV2-plasmid; plasmid containing nPOV2-c1 genome, Sabin2-plasmid; plasmid containing Sabin 2
genome, NA; not applicable, NGS: Illumina sequencing, UD; undetermined.
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4. Discussion

Vaccines are the most efficient tools for preventing, controlling and even eradicating
infectious diseases. However, contamination can occur at various stages of vaccine prepa-
ration, resulting from the unintentional introduction of extraneous agents present in raw
materials or introduced during the manufacturer’s process.

As stated above, the nOPV2 was created by introducing targeted genetic changes to
the Sabin 2 strain that further stabilize the attenuated phenotype. Since the original Sabin
2 virus can easily convert to circulating vaccine-derived poliovirus type 2 (cVDPV2), it is
important to ensure that batches of nOPV2 do not contain Sabin 2 virus if handled in the
same manufacturing facility. Therefore, a sensitive and specific assay for detection of Sabin
2 strain is useful for quality control of the nOPV2 vaccine.

The previous molecular methods were designed for specific detection of Sabin strains
in clinical and environmental samples but cannot distinguish Sabin strains from their
genetically modified nOPV derivatives [20,22–25]. Here we describe the assay for specific
detection and quantitation of Sabin 2 virus even in the presence of relevant amounts of
nOPV2 virus.

The following provisional layout and acceptance criteria are proposed: the assay for
detection of Sabin 2 contamination in nOPV2 RNA samples are tested in triplicate along
with reference–Sabin 2 RNA serially diluted in 10-fold steps (with at least 106 to 101 of the
relative CCID50/mL), blank (water) and nOPV2 plasmid DNA and/or nOPV2 RNA as
negative controls, and Sabin 2 RNA and/or Sabin 2 plasmid DNA as positive controls. All
the samples are tested in triplicates or quadruplicates (for controls) in the same 96-well
plates by qosRT-PCR that specifically detects Sabin 2 virus and differentiates it from the
nOPV2. The qosRT-PCR run is considered valid if all the following conditions are met: R2

of the standard curve is more or equal 0.95, for three out of four positive control repeats
Ct values are less or equal to 40, and for at least three out of four negative control repeats
have Ct values undetermined (or Ct ≥ 40). The test sample is positive if at least two out of
three repeats have Ct values less than 40. In this work the Ct 40 was chosen as threshold.
However, to establish a real Ct threshold needs further work to ensure that the assay is
specific and works under different conditions, and in different hands and labs.

The assay proved to be very sensitive, detecting about of 0.2 CCID50/mL an equivalent
of 198 GC/mL (as the used Sabin 2 virus has a GC:CCID50 ratio of about 990) of Sabin 2
virus diluted in nOPV2 suspension, and 198 GC/mL corresponds to 0.396 GC/reaction
which is in line with having reached the maximum theoretical limit of one GC detected
per reaction. The limit of detection may vary from virus to virus depending upon the
GC:CCID50 ratio for each virus. No cross-amplification was observed with nOPV2 and
a plasmid that contains nOPV2 genome (Figure 3, Tables 3 and 5). In addition, the assay
for detection of Sabin 2 contamination in nOPV2 stocks had a wide linearity range of
at least 8 log10 and R2 value of dose-response curve of about 1.0. The assay generated
consistent results as shown by testing Sabin 2 RNA samples with low concentrations that
corresponds to the virus titer of 2–200 CCID50/mL (Table 2). However, small variations
were observed in sample 9 which has titer of about 2 CCID50/mL (Table 2), although the
variations are mostly related to the small sample volume (2 µL) used per reaction and
difficulty of ensuring absolute sample homogeneity.

The presence of high titer of nOPV2 in the tested samples had no effect on the speci-
ficity of the assay, in contrast the sensitivity which appeared to have been improved
(Figure 4 and Tables 3 and 4). Even considering a detection limit of 2 CCID50 in a bulk
lot of over 7 log CCID50, the method will exclude levels of contamination of 0.1 CCID50
per 105 CCID50 dose. Data supporting 50% infectious dosages for Sabin 2 are limited, but
for risk assessment purposes have been estimated at 100–1000 CCID50; this suggests the
method provides a substantial margin of safety.

This assay was evaluated using different nOPV2 lots (Bio Farma, Indonesia). No Sabin
2 virus was detected in these lots and the results were confirmed by NGS (Table 5). Based
on the analysis of domain V region of the viral genome where there are 18 nucleotide
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differences between Sabin 2 and nOPV2 genomes (Figure 1), this assay can be used for
quality control of nOPV2 lots to detect and quantify Sabin 2 virus as a possible contaminant.
For that purpose, it will need further validation to account for location, analysts, reagents,
and equipment used to perform the assay.

In conclusion, the assay for detection Sabin 2 contamination in nOPV2 stocks described
in this communication offers a simple and rapid method for the detection and quantitation
of Sabin 2 virus either individually or in the presence of nOPV2 virus. The assay for Sabin
2 contamination in nOPV2 stocks is designed specifically to be applied during manufacture
of nOPV2 vaccine, for quality control to detect Sabin 2 virus as a potential contaminant in
nOPV2 vaccine.
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