
Table S1 Accuracy and precision of quantification of PZFX 

 

 PZFX concentration (µg/mL) 0.1 1.0 10 

Inter-day 
Accuracy (%) -9.95 -7.29 0.07 

Precision (CV, %) 3.59 4.73 0.04 

Intra-day 
Accuracy (%) 11.19 12.66 -0.13 

Precision (CV, %) 7.77 8.59 9.91 

 


